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C value acceptance limits may need to be changed based on the sensitivity of the sensor and electrode 
block, or the purity of the water used to make the blank solution.  

 

1. Within the MANTECH PRO software go to Method > QC Regime 

 
2. Load the QC Regime that is being used with the PeCOD. For example, Advanced Blue Daily 

Calibration. 
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3. On the passing criteria tab, change the C value to be 50 as the lower limit and 1000 as the upper 

limit.  
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4. Save the change and repeat for the other QC regimes in use, like the New Sensor Routine and 

the Quick Check.  

 

 

 

 

 

 

 

 

 

 

For further details, please contact the MANTECH technical team at support@mantech-inc.com.  


